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ABSTRACT 


NASA, at the John F. Kennedy Space Center (KSC), developed and operates a unique 
high-precision lightning location system to provide lightning-related weather warnings. 
These warnings are used to stop lightning-sensitive operations such as space vehicle 
launches and ground operations where equipment and personnel are at risk. The data is 
provided to the Range Weather Operations (45th Weather Squadron, U. S. Air Force) 
where it is used with other meteorological data to issue weather advisories and warnings 
for Cape Canaveral Air Station and KSC operations. This system, called Lightning 
Detection and Ranging (LDAR), provides users with a graphical display in three 
dimensions of 66 megahertz radio frequency events generated by lightning processes. The 
locations of these events provide a sound basis for the prediction of lightning hazards. 

This document provides the basis for the design approach and data analysis for a system of 
radio frequency receivers to provide azimuth and elevation data for lightning pulses 
detected simultaneously by the LDAR system. The intent is for this direction-finding 
system to correct and augment the data provided by LDAR and, thereby, increase the rate 
of valid data and to correct or discard any invalid data. This document develops the 
necessary equations and algorithms, identifies sources of systematic errors and means to 
correct them, and analyzes the algorithms for random error. This data analysis approach is 
not found in the existing literature and was developed to facilitate the operation of this Short 
Baseline LDAR (SBLDAR). These algorithms may also be useful for other direction- 
finding systems using radio pulses or ultrasonic pulse data. 
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1. INTRODUCTION 


1.1 BACKGROUND 

John F. Kennedy Space Center (KSC) operations emphasize safety. The combination of 
Florida’s frequent thunderstorms and the hazardous and expensive equipment involved in 
space flight operations requires strict attention to lightning hazards. Lightning can ignite 
propellants, induce damaging voltages and currents in critical circuitry, and injure or kill 
personnel. KSC and the United States Air Force (USAF) Eastern Range (ER) have 
experienced significant lightning-induced system failures including the double lightning 
strike to the Apollo 12 Saturn V launch vehicle, which almost aborted the second moon 
landing mission in 1969 [1, 2 ,3]; significant damage to the Viking 1 orbiter spacecraft 
while inside a processing facility in 1975 [4]; and the triggered strike to and subsequent 
loss of the Atlas Centaur AC-67 launch vehicle in 1987 [5]. Asa result of these and 
other experiences, a major emphasis is placed on proper facility protection, the real-time 
monitoring of lightning hazards, and the cessation of sensitive operations when lightning 
activity occurs in the vicinity. These safety rules [ 6] require systems capable of 
measuring atmospheric electrical potentials and accurately locating lightning events. 

Lightning and clouds posing the threat of lightning in the KSC/Cape Canaveral Air Station 
(CCAS) area are monitored using six separate systems: “field mill” network that 
measures atmospheric electric potential gradients near the ground, the National Lightning 
Detection Network (NLDN), a local equivalent of NLDN called Lightning Location and 
Protection (LLP), a 5-centimeter (cm) weather radar (WSR-74C), a 10-cm Doppler 
weather radar (WSR-88D), and the Lightning Detection and Ranging (LDAR) System for 
locating and displaying radio pulses produced by lightning events. Based on input from 
these systems, especially LDAR, KSC lightning safety policy dictates that personnel be 
warned of lightning events occurring near the KSC area and that specific operational and 
personnel controls be established when lightning is detected within 5 miles of an 
operational area [6]. 

KSC developed and operates the LDAR system, which receives and detects radio pulses 
emitted during lightning events and locates each pulse in local east, north, and height 
(x, y, z) coordinates. It operates on the principle of hyperbolic position location. In this 
scheme, the difference of time of arrival (DTOA) of a signal received by two separated 
radio receivers indicates that the source lies on a hyperbolic cone centered on the baseline 
joining the two receivers. A hyperbola is defined as a curve that, for any point on the 
curve, the difference in distances between that point and two fixed foci is a constant. 

This constant is the difference in times of arrival multiplied by the speed of light. The 
system establishes a number of baselines, each one producing a hyperbolic cone; the 
intersection of these cones gives the estimated position of the source. 
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LDAR was developed by Carl Lennon, a former NASA engineer, and others in the mid- 
1 970’s, to support lightning research activities in the KSC area. The LDAR system was 
upgraded several times to support research objectives and came to be unofficially relied 
upon to determine lightning risks to KSC operations. In the early 1990’s, Mr. Lennon, 
Laima Maier, and others established the LDAR system as operational, and it has become 
an integral part of the weather warning system at KSC and CCAS. A more complete 
description of the LDAR system is available in references 7 and 8. 

The LDAR system has seven very high frequency (VHF) radio receivers, one at the 
central site and six on a roughly 1 0-kilometer (km) circle. The receivers operate at 66 
megahertz (MHz) with a bandwidth of about 6 MHz. The receivers form two Y-shaped 
arrays laid on top of each other in opposite orientations forming a star shape. Each 
remote site includes an LDAR receiving antenna, a logarithmic amplifier, and a 4-gigahertz 
(GHz) microwave line-of-site link back to the central site. The log amp results in a much 
higher dynamic range but also minimizes amplitude differences and rectifies the signal 
(i.e., all signal values are positive with no zero crossings). At a preestablished signal level, 
the central channel triggers a recording of 8 1 .92 microseconds of data from all seven 
channels. Each data stream is sampled at 1 00 MHz with 8-bit resolution. The peak 
amplitude time tag is determined from each channel and corrected for the known time 
delay due to the microwave transmission link. The time of arrival from each remote site is 
subtracted from that of the central and used to form two solutions of location, one for 
each Y-shaped array. If the horizontal range for two solutions agrees to within 0.35 km 
when the determined range is less than 7 km and otherwise agrees to within 5 percent of 
the horizontal range, the solution is declared valid. If not, a voting procedure involving all 
20 combinations of sites is implemented involving comparison of the horizontal range 
solutions. If at least seven of the combinations agree to within the above stated limits, 
the solution is declared valid. 

The LDAR system is very useful to KSC and ER meteorologists in providing graphical 
displays of recently recorded valid events. These displays, when used in conjunction 
with radar images of precipitation and other information sources, provide excellent 
warnings of possible lightning hazards in operational areas. Unfortunately, some 60 
percent of all system triggers result in discarded solutions. In addition, the possibility for 
false solutions exists such that events are plotted at the correct range but with azimuth 
error of 1 80 degrees. The sources of these errors in the LDAR solutions are believed to 
include: 

a. The use of peak value rather than waveform matching to determine DTOA's. 

b. The change in order in time of events measured at widely separated 
locations. 
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c. The nonisotropic emission of radio waves from sources resulting in wide 
variations in intensity at different locations. 

d. The nonlinear nature of LDAR equations resulting in occasional sign errors 
in X and Y coordinates. 

Discarded events and incorrectly placed events can result in shutting down operations 
unnecessarily, wasting valuable resources, or the underestimation of lightning hazards. 

Carl Lennon conceived of a solution to augment the LDAR system with a short baseline 
version of LDAR located near the central site, which would reliably provide azimuth 
(AZ) and elevation (EL) data to validate and perhaps correct both false solutions and 
failed solutions. This system is called Short Baseline LDAR (SBLDAR). 

1.2 SBLDAR SYSTEM DESCRIPTION 

The SBLDAR system is a radio direction-finding system intended to augment the existing 
LDAR system. The SBLDAR system consists of six antennas, four in a “Y” pattern in 
the local horizontal plane and two mounted on a tower one above the other. Radio signals 
received by the antennas over a frequency band from roughly 25 to 250 MHz are 
recorded using high-speed transient digitizers that are triggered at the same moment the 
operational LDAR system triggers. The data is high pass filtered at 25 MHz to eliminate 
low-frequency noise, notch filtered in the frequency modulation (FM) radio broadcast 
band to eliminate radio and television interference, and low-pass filtered at 250 MHz to 
eliminate aliasing. The data records in the prototype system are only 2 microseconds 
long but are sampled at 500 MHz. Each data record is cross correlated with the others. 
The peak of the cross correlation function is curve fit with a polynomial to enhance the 
estimation of the DTOA. The DTOA's are used to form an estimate of the AZ and EL of 
the lightning source. This AZ and EL estimate may be used to efficiently filter out 
erroneous LDAR solutions for the matching lightning events or may be used to improve 
the accuracy of the LDAR solution. 

This document develops the necessary equations to analyze DTOA data to determine AZ 
and EL using arrays like the SBLDAR. It does not address the process of analyzing the 
data to estimate the DTOA's themselves. 

1 .3 SBLDAR COMPARED TO OTHER RADIO FREQUENCY (RF) AND 
LIGHTNING LOCATION SYSTEMS 

It may be surprising that algorithms and analyses would need to be developed in a field as 
mature as radio direction finding. This section places the SBLDAR system in the context 
of this field. 
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RF direction-finding systems can be categorized by the manner in which they interact 
with the incoming radiation to derive a direction. For sources that are continuous in time 
and in which the radiated energy has a narrow spectral distribution, direction-finding 
systems can utilize the interference of waves from the source. Detectors can be spaced at 
less than one wavelength and their received phase compared. These types of systems are 
called interferometers, although many do not directly add the received waves together 
vectorally. Directional ambiguities can be resolved by adding detector rows at right angles 
and by adding additional arrays at different spacings. The mathematics of these types of 
receivers is well established and continues to be an active field. Applications of direction 
finding for narrow band continuous sources include electronic warfare, radio navigation, 
radio astronomy, and, more recently, cellular phone reception enhancement. For recent 
reviews of the field, see references 9 and 1 0. 

Interferometers have also been used to provide the direction to lightning radio sources. A 
French organization, the Office National D’Etudes et de Reserches Aerospatiales 
(ONERA), has provided the National Oceanic and Atmospheric Administration 
(NOAA), with a VHF interferometer lightning radio mapping system. This system 
includes a station that operates on the grounds of KSC not far from the location of the 
LDAR central site. The system works by using multiple antennas along a single (azimuth 
only) or multiple (azimuth and elevation) baselines. The signals received by pairs of 
antennae are narrow band filtered (so they can interfere) then quadrature summed to 
derive a relative phase. This phase difference is a function of the wavelength (provided 
by the speed of light divided by the center frequency) and the spacing of the antennae in 
wavelengths. By having two such baselines at different wavelength spacings, an integer 
number of wavelengths can be eliminated so the phase residual depends only on the angles 
of azimuth and elevation. These systems are described in references 11, 12, and 13. 

They are very similar to the Short Baseline LDAR in that they derive angle-only data. 
Range must be provided by using multiple systems with overlapping sensitive areas. 
Lightning interferometers suffer from numerous false locations at the actual azimuth plus 
90, 180, and 270 degrees. Because the ONERA-3D system is a research system, not a 
real-time warning system, an operator can pick through the data, eliminating false data. 

As stated in reference 1 1, which compared KSC LDAR and the ONERA 3D System: 

“...the TOA system [LDAR] (1) is best suited for mapping the individual, spaced 
pulses of short duration (a few microseconds long) in a low rate radiation process, 
(2) resolves pulses separated in space and occurring in time intervals greater than 
the data window, but (3) cannot discern individual pulses in noise-like Q trains. 
The ITF system [ONERA-3D] (1) is better suited for mapping the Q train 
sequences (characterized by continuity of phase), but (2) cannot resolve two 
simultaneous continuing radiation processes separated in space (e.g., two Q train 
sequences or one Q train and a discontinuous sequence of pulses).” 

Note that Q trains are semicontinuous noise like RF lightning signals. 
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Time-o f-arrival (TOA) systems include radar and LDAR. In radar, the operator 
originates the radiated pulse so reflected pulse structure and timing is available. LDAR is 
somewhat like passive bistatic radar, wherein an eavesdropper listens to pulses reflected 
from targets without knowledge of the original pulse shape or timing. Systems based on 
uncontrolled pulsed sources typically use hyperbolic positioning like LDAR because the 
time of signal start is not available. A considerable amount of mathematics has been 
developed to perform passive hyperbolic positioning, but most is based on tracking 
moving sources where some assumptions about target dynamics can be assumed (e.g., 
aircraft flying on straight course) and multiple data points are available through repetition. 
For example, locating a downed flyer by using a pulsed transmitter applies knowledge of 
the search aircraft motion and the assumption that the emitter is not moving. Applicable 
and excellent general references on the problems of these hyperbolic location systems 
include references Hand 15. 

LDAR receives only a single pulse or pulse train per event. Systems of this type must 
rely on maximizing the information available from the single isolated event recorded at 
multiple stations. The design approach of such systems can be partitioned into two 
areas: the means for estimating the DTOA's (including antenna design, filtering, digitizing, 
data storage, and differencing) and the algorithm approach to the determination of 
position. The algorithms available for hyperbolic positioning involve solving for points in 
x, y, and z that are common to multiple hyperbolic cones. These approaches typically 
take the form of a pseudolinear algebraic approach. All eventually boil down to solving 
for the roots of several simultaneous equations. Several schemes have been conceived to 
perform this function, the best of which is probably that used by the LDAR system. 

Most of the approaches in the literature are not capable of operating in cases where all the 
detectors lie in a plane such as with LDAR and SBLDAR unless the source is confined to 
the same plane. All the approaches found in our research, except LDAR's, are iterative 
approaches, involving searching for these roots. These algorithms are evaluated and 
compared in the literature based on the time required to locate these roots and the 
probability that the incorrect root or solution will be selected. Since LDAR is a near real- 
time system and must process up to 10,000 events per second (100 microseconds per 
event), iteration is not a feasible approach. The LDAR algorithm, while it has some 
flaws, is very rapid and efficient in reaching a solution. Analyses specific to the LDAR 
geometry and algorithm can be found in references 16, 17, 18, and 19. Another lightning 
detection system developed jointly between the University of Florida and KSC is called 
“TOA” and uses a very similar system geometry and the same location algorithm as 
described in LDAR [20]. 

The lightning time-of-arrival systems are generally grouped according to baseline length. 
Long baseline systems have receivers separated by kilometers or more and use recorded 
data to be correlated later or, in the case of LDAR, use microwave links to merge the data 
streams in real time. Short baseline systems are small enough so signals are carried to a 


5 



central point by cable. Long baseline systems can provide coverage in three dimensions 
to a large area, whereas short baseline systems are basically direction finders. 

The background of radio direction finding of lightning events is nicely summarized by 
Uman [21, pg. 358]: 

“Oetzel and Pierce (1969) first suggested that a short baseline time-of-arrival 
technique could be used for locating lightning VHF sources. A criticism of short 
baseline systems and a discussion of the advantages and disadvantages of long and 
short baseline systems are given by Proctor (1973)...Basically with a short 
baseline system, pulse identification is no problem since the same pulse arrives at 
each of the closely spaced receivers in a time that is short compared to the time 
between pulses, and thus the sequences of pulses arrive at each receiver in the 
same order. On the other hand, a short baseline system produces at best a two 
dimensional direction: with two receivers one can obtain azimuth; with three 
receivers one can obtain both azimuth and elevation...Long baseline VHF time-of- 
arrival systems have the advantage of providing three-dimensional locations, but 
suffer the disadvantage of the difficulty in identifying VHF pulses from two or 
more simultaneous separated sources because the pulses arrive in a different order 
at each receiver.” 

For the reasons cited earlier in this document, the various combinations of receivers used 
by LDAR to form solutions often widely disagree. In addition, the multiple roots 
problem can result in a 1 80-degree directional error. The detailed reasons for this 
directional error in the algorithm are not known and, at present, cannot be internally 
detected using just the LDAR data. Tests conducted during this development project 
showed that roughly 60 percent of all events detected by LDAR are rejected based on bad 
comparisons between solutions provided by the 20 different subarrays of the system. 

An unknown percentage that is incorrect is passed forward as valid. 

Direction-finding systems involving uncontrolled, nonperiodic pulse detection were found 
to be in a poor state of development. Some early work by Pierce and Oertzel was found 
to be along similar lines but much simpler than the approach taken here. No related work 
was found in the literature for the general problem encountered with the SBLDAR 
system, so one was developed. The approach to developing the SBLDAR algorithm was 
based on a noniterative approach in order to meet high processing speed requirements. 

2. ALGORITHM DERIVATIONS 

2. 1 EQUATION FOR A SINGLE BASELINE 

Any two receivers form a “baseline,” that is a line connecting the two receiver 
coordinates. The location of a source S that produces a DTOA signal lies on a hyperbola 
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in the plane formed by the two antennas and the source (figure 1). Remember, that for 
each point on a hyperbola, the difference between the distances to the two foci is a 
constant. In this case, each antenna forms a focus of the hyperbola. This distance 
difference is the DTOA, in time units, times the speed of light c. Since the location of S 
and, hence, the orientation of the plane is unknown, one can only say that S lies on a 
“hyperbola of revolution” (i.e., a hyperbolic cone given by rotating the hyperbola around 
the axis defined by the baseline). 

As the curve of a hyperbola is examined, further away from the origin, it asymptotically 
approaches a straight line that deviates from the baseline with interior angle V]/ (figure 2). 
In SBLDAR, the only concern is with distant points relative to the length of the 
baselines. Therefore, the equations can be simplified by using only straight lines instead 
of hyperbolic curves. The error due to the assumption of the infinite source range R will 
be quantified later in the report. When the straight line is rotated about the axis, it 
generates a circular cone (figure 3). 


s 



Figure 1 . Location of a Source S Lies on a Hyperbola in the Plane 
Defined by S, Rl, R2 
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Figure 2. As “S” Goes to Infinity, cAT Becomes Equal to lcosy 



ELEVATION = 0 
PLANE 


Figure 3. Cone Forms a Constant Angle vjr Between the Baseline 
and the Cone Surface 

The SBLDAR system measures a time difference in nanoseconds between the time of 
signal arrival at one antenna minus the time of arrival to a second antenna. This DTOA 
times c, the speed of light, is a distance difference. If the measured TOA from antenna 1 
as T1 is designated, it defines: 


AT 0 i = TO - T1 


( 1 ) 
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If the AT 0 i term is positive, then TO is a larger number and is later in time; the event 
reached “1” first. Therefore, the cone angles toward antenna 1. Likewise, if AT 0 i is 
negative, the event reached “0” first and the cone opening lies toward antenna 0 (vy > nil). 
The cone of constant AT 0 ] forms a constant angle between the baseline and the cone 
surface \| / (figure 2). In terms of the AT 0 i, it can be seen that, for sources far away from 
the baseline: 


cAToi = /qi cosi// (2) 

where l 0 \ is the length of the baseline between receivers 1 and 0. 


So that the cone angle is given by: 


\|/ = arc cos 


-f— (ro - n) 

V 01 J 


( 3 ) 


This cone traces a circular arc on the sky. Using multiple baselines, multiple arcs can be 
produced such that their intersection defines the azimuth and elevation of the source. In 
order to accomplish this, the baseline orientation must be defined in terms of azimuth and 
elevation, which, coupled with the above DTOA equation, will allow the definition of the 
arc. Note also that for sources at infinite range, it can be assumed that the cone angle 
originates at the reference receiver and not at the midpoint between the two receivers. 

2.2 DEFINITIONS OF COORDINATES 

In this section, the AZ and EL angles are defined in terms of the local Cartesian coordinate 
system. It is necessary to express the orientation of each receiver pair baseline and the 
direction to each source in terms of AZ and EL. The locally flat Cartesian coordinate 
system is called (east, north, up) for (x, y, z), respectively. The AZ and EL angles are 
defined on figure 4. It is assumed that the reference receiver (point 0 in the SBLDAR 
system) lies at the point (xO, yO, zO) = (0, 0, 0). 

The baseline vector is defined as the vector from (0, 0, 0) to the receiver listed first in the 
DTOA equation. For example, the baseline “10” vector runs from the point (0, 0, 0) to 
(xl, y 1 , zl). This vector defines a baseline orientation in terms of azimuth and elevation. 
The azimuth is measured from the north (y axis) in a clockwise direction. The elevation 
angle is measured up from the (x, y) plane. Points lying in the (x, y) plane define position 
vectors with a zero elevation angle. 
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2 (UP) 



Figure 4 . Definitions of Azimuth (AZ) and the Elevation Angle (EL) 

The baseline vector is therefore given by: 

h 0 = (*1 - o)i + (vi ~ o)j+ (z\ - 0 )k (4) 


where / , j, k denote unit vectors along the x, y, and z axis, respectively. 

The length of this vector is given by: 

|^o|| = i/ x ? + yi +z i = ^io ( 5 ) 

/jo , I20 /30 will be used to indicate the length of the three SBLDAR baselines vectors. 

It must be kept in mind that the results below will depend on the sign of the DTOA, 
which is implicitly affected by the direction assumed for the baseline vector. 

To transform these results into AZ, EL, the transformations between spherical and 
Cartesian coordinates are recalled. Given a point P(xi, yi, z,), which could be an antenna 
or a source point, it can be transformed to spherical coordinates as follows, where again l , 0 
is used to denote the length of the vector from the origin to the point (figure 4 ): 


z, = l l0 sinEL 

x, = ZtoCOsEL sinAZ (6) 

y, = ho cosEL cosAZ 
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Since the only interest is in A Z and EL, it is divided through by the length and solved for 
the angles: 


EL = arc sin 


V z io j 


(7a) 


AZ = arc tan 


( ^ 

*1 


\*\) 


(7b) 


Next, the angles of the baseline vector are defined using receiver 0 as the reference origin 

(0, 0, 0): 


EL io = arc sin 


AZio = arc tan 


zi 


vV x \ + yf + z i j 


( 8 ) 




\ 1 \> 


Equation 8 defines the AZ and EL of any point P(x,,y,,z,) in terms of the Cartesian 
system. 

2.3 EQUATION FOR SINGLE BASELINE ARBITRARY ORIENTATION 

This section derives the equation for the arc on the sky based on the measured delta T, 
baseline length, and baseline orientation. The following is a general treatment that can be 
solved for any baseline orientation. Given a source point S(x s , y s , zj or, in spherical 
coordinates, S (/ s , AZ S , El s ), and a baseline unit vector the following equation is applicable: 


A X | A y . A Z | A 

^10 = — i + -j+- k 


( 9 ) 


Equations 10 and 1 1 express the vector pointing from the origin to the source point: 

s = x s i + y s j +z s k (10) 

and its corresponding unit vector: 

g = ^i + Isj + ^k (11) 

r s r s r s 
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Note that the dot product between these two unit vectors is equal to the cosine of the 
angle between them. 


s - / = cost/ 

The dot product is given by the sum of the products of the three components: 

§./ _ is.xi + y§ yi + zs zi 
r s rj r s n r s r\ 


( 12 ) 


(13) 


Equation 14 uses the following spherical coordinate conversion formulas (equation 6) to 
express the dot product in terms of angles: 


s •/ = cos EL s sinAZ s cosELi sinAZi + cosELs cosAZsCOsELl cos AZl 
+ sin EL s sin EL i 

By rearranging, equation 15 is obtained: 

s- / = cosEL s cosELi sinAZ s sin AZ\ + cosEL s cosELi cosAZ s cos AZ\ 
+ sinELs sinELi 


(14) 


(15) 


Using equation 2 to eliminate V) /, the DTOA equation for an arbitrary baseline becomes 


— (rO-n)= cosEL s cosEL\ sin AZ s sin AZ\ + cosEL s cosEL\ cosAZ s cosAZ] 

hi 


+ sin EL s sin EL i 


(16) 


One equation is provided by each baseline in the system. Two baselines are required to 
find a solution for A Z and EL. Three baselines provide an over determination of these 
variables, which allows the use of statistical techniques to reduce the measurement error. 
The system of three equations provided by a three-baseline array are typically not linear 
in A Z and EL and, therefore, tend to be difficult to solve. The goal is an array geometry 
that provides for accurate estimates of AZ and EL and is relatively easy to solve. A flat 
“Y” shaped array meets this requirement as is shown in the next section. 

2.4 SBLDAR ALGORITHM 


SBLDAR contains four antennas arrayed in a flat Y pattern with one in the center and 
three on symmetrical 300-foot (90-meter) nominal baselines at azimuths of 7c/3, 7t, and 
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5tc/ 3 (AZ=0 north, measured from north to east, etc.). Cross-correlations are performed 
between the reference channel and each outer channel, in turn producing three data records 
of delta T’s to provide azimuth and elevation estimates of the source location. The 
detector channels are numbered as follows: 

0 = central (reference channel) 

1 = northeast 

2 = northwest 

3 = south 

The following equations are developed for each DTOA produced by a single source event 
(using equation 16 and noting that cosEL oi = 1 and sinEL oi = 0 for baselines in the ground 
plane): 


— Lll - ( cos EL s ) (cos AZ s cos AZqi + sin AZ S sin AZq\ ) 
l 01 

^ -2—= (cos EL S ) (cos AZ S cosAZq2 + sin AZ S sin AZq 2 ) (17) 

1 02 


c{Tb ~TQ 

l 03 


= (cos EL S ) (cos AZ s cos AZqi + sin AZ S sin AZqi) 


These three equations can be cast as a set of linear equations by naming two unknowns, A 
andB. 


A = cos EL S cos AZ S 
B = cos EL S sin A Z s 

which results (in matrix form) in the following equation: 

r \ 


'01 


'02 


■(7b -TO 




^ cos AZq\ sin AZ Q] ^ 

( 

| 

7b) 

= 

cos AZq 2 sin AZq 2 

1 



cos AZq 3 sin AZqi ) 

V 


B 


7— (7b -TO 
V 03 J 


(18) 


(19) 
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Using the generalized inverse to solve for the matrix of unknowns A and B (inverse of H, 
when H is nonsquare is (H T H) _1 H T ), the following equations are obtained: 


A = 


('Lsin 2 AZ 0l ) (X-cos,lZ 0) A T 0j ) - (Scos^Zo/sin^Zo,) (Zysin AZo, A To,) 
Zsin^^Zo, Zcos 2 AZ 0 j - (Z cos AZq, sin AZ^f 


( 20 ) 


B = 


( Zcos AZQ sin AZ Q/ ) (Zycos AZgi AZo/) - (Zcos 2 AZ® ) (Zysin AZQjATQj) 
Z sin^ AZ® Z cos^ AZ q/ - ^Zcos AZ q/ sin AZ 


The AZc and ELc are solved for as follows: 


EL S = cos -1 (i/A 2 + B 2 ) 


-l ( B 


AZ s =tan — + mi (n = 0,71 or 2k) 


(21a) 

(21b) 


where n is determined from the sign of A and B: 

if SGN (A) = (+) and SGN (B) = (-); then n = 0 

if SGN (A) = (-) and SGN (B) = (-); then n = 1 

if SGN (A) = (-) and SGN (B) = (+); then n = 1 

if SGN (A) = (+) and SGN (B) = (+); then n = 2 


( 22 ) 


The sign evaluations are required due to the multiple values of the arctangent over the 
interval from 0 to 2rc. Note that EL S only ranges from 0 to k/2, so no ambiguity exists for 
the arc-cosine. 

These coordinates are assumed to be in a local Cartesian frame centered on the center, or 
number 0, antenna. Making the following substitutions: 


Xj 

sin AZ 0i = — 
1 i 


y i 

cos AZqj — — 


(23) 


u 
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One then has equation 24: 


f o \ 


It 


A = 


v 4 y 


4 


JVO/ AT 0i 


- I 


/ N 

yoi x o i 


4 


y 


4 X0/A7b/ 


( 2 \ 

2 

>ii) 

l '®J 


^ *0/T 0< >2 

4 


( 24 ) 




B = 


4 


£— To/ A7 o/ 
% 



.,2 ) 


( \ 

) 

y ^Ol 

I 

c 

— JC 0/ A7o/ 

v0 / ) 


2 ) 


( 2 > 


( \ 

4/ 

I 

y 0i 



^ TO/ x 0i 

v 4 y 


< 4 J 


v 1 0/ ) 


These exact formulas are used for the analysis of data from the SBLDAR system. This 
last formula also simplifies the use of this approach for nonsymmetrical arrays. 

An approximate form of the above equations for A and B can be formed using the three 
baseline azimuths of n/3, n, and 5 tc/ 3, and assuming equal baseline lengths as follows: 



The above formulas are not exact because the SBLDAR array is not perfectly 
symmetrical but are extremely close for the array built. This form of the equations will 
facilitate the error analyses that follow. 

3. ERRORANALYSES 

3.1 SOURCES OF ERRORS IN A Z AND EL ESTIMATES 

Each measurement provides an arc that makes a large circle on the sky (see figure 3). If 
the measurements contain some errors, the three circles will not intersect at a single point 
but will form a triangle as shown in figure 5. Each comer of the triangle represents the 
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A Z and EL solution found using only two of the three baselines. The question is where 
in AZ and EL is the “best” or most probable solution given the measured AT’s? 



Figure 5. Close-Up View of the Intersection of the Three Lines of Position 

The algorithm contained in this document provides a minimum squared error solution to 
the positioning problem such that the estimate of AZ and EL is in the middle of the 
triangle formed by the lines of position in figure 5. This may not be the optimal solution 
due to the high magnification of random errors by measurements that occur nearly along a 
given baseline. Future algorithms may incorporate a weighted least squares approach that 
weights the contribution from each baseline based on its inherent magnification of errors. 

Measurement errors consist of random and bias errors. Random errors are due to noise 
and other random processes in the measurement chain. Random errors are typically 
minimized by averaging a number of measurements. This is not possible in a lightning 
measurement system since the event only occurs once. Bias errors can, at least in theory, 
be eliminated through a process of calibration and affect, in some consistent way, all 
measurements. Bias errors that are unknown are generally treated as random because they 
are unknown. 

Sources of error in the SBLDAR system include: 
a. Determination of DTOA’s: 

( 1 ) Measurement noise resulting in poor matching of each antenna’ s time 

history signal (random) 
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(2) Digitizing error (random) 

(3) Aliasing of unfiltered high frequency signal components to lower 
frequencies (random) 

(4) Time j itter in the analog-to-digital conversion stage (random) 

(5) Multipath errors (again causing differences between channels)(random) 

(6) Error in the polynomial curve fit of the correlation function (random) 

(7) Errors in the relative channel time delays (delta K’s) due to cable lengths, 
filters, and other differences (systematic or bias error) 

(8) Movement in the source during the RF emission process or other effects 
that result in the lightning source not being a point source (random) 

(9) Errors caused by changes in ambient temperature affecting cables and 
electronics (bias) 

(10) Errors caused by changes in the atmospheric index of refraction gradient 
(bias) 

b. Computation of A Z and EL: 

(1 ) Poor baseline geometry resulting in amplification of errors (random for any 
particular direction of source, depends on source A Z and EL and on the 
baseline geometry) 

(2) Numerical error growth in algorithm due to singularities in the math or 
nearly singular matrices (typically random) 

(3) Errors due to finite source range (which is assumed to be infinite in the 
algorithm)(systematic) 

(4) Errors due to mixing of accurate and inaccurate baseline data (use of a 
DTOA measured nearly along the baseline and at a high random error) 
(random) 

(5) Offsets between the SBLDAR from the LDAR reference antenna 
(systematic) 
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This document only addresses the errors in computing the AZ and EL values from the set 
of provided DTOA’s. This report examines ways to mitigate the sources of the errors 
listed in 3. 1 .b to maximize the accuracy and precision of the SBLDAR design. 

To find how each measurement may be affected by random errors, using equation 2 the 
derivatives of both sides are taken. 


cdAT = -Ismy/dif/ 

By rearranging equation 27, equation 28 is obtained: 


dip 

dA T 


(c\ -1 

J sin yr 


(27) 


(28) 


This expression can be interpreted as the ratio of standard-deviations. .Taking the 
absolute value (since the timing error can be positive or negative), equation 29 is obtained. 


- 




V ‘ ) 


sin \\f 


°AT 


(29) 


If the standard deviation of the timing difference error is 1 nanosecond (ns), the baseline 
length is 90 meters; and, using a value of c equal to 0.2997 m/ns, it is evident that equation 
30 applies. 


_ 0.0033 x [ — Vdegrees/ns] (30) 

v sin \jr \ it J 

The last term is to convert from radians to degrees. The best accuracy is achieved when 
the source is at right angles to the baseline and, for SBLDAR, is equal to 0. 1 9 degrees per 
nanosecond timing accuracy (in the absence of other errors). Figure 6 shows the angular 
accuracy as a function of y (“delta psi” denotes the standard deviation of y as given in 

equation 30): 

This means that, in areas where a given baseline is parallel or nearly parallel to the 
incoming rays, it should probably be excluded from the solution; however the current 
algorithm does not exclude any baselines. 
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Figure 6. Angle Measurement Error as a Function of the Angle Formed Between the 
Baseline and the Source Vector for 90-Meter Baseline and 1 -Nanosecond Timing Error 

The next sections examine how these baseline random errors are combined through the 
SBLDAR algorithm to result in errors in AZ and EL. The method chosen is that of 
dilution of precision (DOP), which is equal to the ratio of the root mean square (rms) 
angular error (in AZ or EL) divided by the rms error in the delta T measurements. 
Surprisingly, the azimuth dilution of precision (AZDOP) and elevation dilution of 
precision (ELDOP) formulas do not directly use the results of the previous section. 

3.2 DERIVATION OF AZDOP 

The process starts with the equations for the azimuth of the source (same as equation 
21b). 


A Z s = tan 


-1 


(- 

u 


+ nn (w = 0, it or In') 


where (same as 25 and 26) the following applies: 



(31) 


(32a) 
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(32b) 


5 = 




Calculus can be used to determine the effect of errors in the delta T’s in solving for the 
AZ. Because there is a functional relationship between the measured variables (the delta 
T’s) and the estimated variable AZ, one can take the total derivative of the AZ with 
respect to each delta T according to the following formula from calculus: 


dAZ s = 


r dAZ^ 
v (?AT 0 i , 


dAToi + 


r dAZ s ' 
v o>AT 0 2 j 


dAT 0 2 


" <?AZ S ^ 
^AT 0 3 j 


dAT 0 3 


(33) 


The dAZ s term is taken to represent the total error in the estimated variable and the dAT 
terms to represent the errors in the measured variables. The point of interest is the root 
mean squared error because the specific errors could be positive or negative; so the square 
of both sides and the square root is taken to get equation 34. 


(dAZ,) = 

V D 'r-mc 


rms 


<?AZ t 

,<?AT 01 


A2 


f 


dAT 0) ^ + 


<?AZ< 


^2 


V 


dAT G2 J 


dAT 02 2 + 


f <?AZ S A2 
5ATq3 


dAT 03 " 


(34) 


Note that it was assumed that the delta T’s are uncorrelated, at least to the extent that the 
cross terms are insignificantly small. Next, the definition of AZDOP is used and the 
standard assumption in its derivation is made that the expected errors in the delta T’s are 
equal to one. This is one in whatever units desired, but it is assumed 1 nanosecond errors. 
The definition of AZDOP lets one use whatever units desired as long as the errors are 
small enough that the implicit assumptions remain correct. The result is then scaled to 
the actual timing errors. This assumption allows the removal of the delta T terms from 
the radical as follows: 


(dAZs), 


AZDOP =- 


rms 


(dAT) 


rms 


(35) 


This formula enables the error in azimuth to be estimated if the basic measurement error 
in nanoseconds is known or can be estimated. The next step is to analytically produce 
the three terms under the radical given one’s knowledge of the equations. Since the 
derivative of the arctangent will be taken, the formula in the Chemical Rubber Company 
(CRC) Standard Mathematical Tables, 21st Edition, page 404 [22] is used: 

d . N 1 du ( K .... 

— (arc tan u) = rr — , — <arc tanuc— I (36) 

dx 1+u 2 dx V 2 2) 
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This derivative is evaluated as three terms, one for each term under the radical of the 
AZDOP equation. All three terms have the 1 over 1 plus u squared term in common, so 
it is evaluated first (leaving it in terms of A and B). 


1+ir 


( B \ 2 


1 + 


A 2 +B 2 


U) 


(37) 


This term will be squared in each of the three terms, summed out, then square rooted back 
to its original form in the AZDOP equation. Next, the first of the three derivative terms 
is evaluated. 


dAZ s 

^AT 01 


3/4 

d 

AT 01 -AT 02 1 


<?AT 01 

AT 0 [ +ATq 2 - 2 AT 03 J 


(38) 


Working through the derivatives and converting to an expression in terms of A and B 
results in equation 39. 


<?AZ S c [ 73 / 4 ^+ 1 / 25 ] 
<?AT 01 “ l-\ 5 [ A 2 J 

Likewise, the next term is evaluated as the following: 

< 5 AZ S c \JipA-\flB\ 

aa-fc ■■/•«! a 2 j 

and the last term is equation 41 : 

<?AZ S _ c j B 1 

aAT 03 -M5l^| 

By combining these terms together, equation 42 is obtained. 


(39) 


(40) 


(41) 


AZDOP = 


/ \ 
c 

A 2 1 

^A+l/2 

2 

'-yffi A+l/2 

2 

( \2 

B 

U'- 5 J 

U 2 + B 2 Jl 

l A 2 ) 


K. A 2 ) 


A 2 

J 


(42) 
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This simplifies to the following equation: 


AZDOP= 


c 1 

Va 2 + B 2 


/■ y/\5 cos EL] 


r 180 
v K 


(43) 


The last term converts the result to degrees per nanosecond. We thus derive the result 
that the azimuth error, for our array geometry, does not depend on the azimuth angle 
itself. 


3.3 DERIVATION OF ELDOP FOR THE Y ARRAY 


A similar exercise is followed to derive the expression for ELDOP using the CRC formula 
[12] for the derivative of arc-cosine. 

— (arccosu)= — — - — , (0 < arccosu < n) (44) 

dx Jl-u 2 dx 


The ELDOP is defined as: 


ELDOP = 


(dEL s ), 


rms 


(dAT) 


rms 


If <?ELc 


<?AT, 


01 ) 


<3ELc 


\2 


<?ATr 


02 ) 


( <2ELc 


\2 


^at 03 J 


(45) 


First, the one over square root term is evaluated. 

1 -1 -1 




cos 2 ELc 


-1 

sin ELc 


(46) 


Next, by evaluating each of the three partial derivative terms as before, the equation in 
terms of the delta T’s is recast. 


TVa 2 +B 2 1=cos 1 

/ A 

c 

\ 

JaT 0 2 ! + AT 0 2 + ATq 3 - at 0I at 02 -at 0I at 03 - at 02 at 03 

^ > \ 

A M * 5 > 

J 


(47) 


Proceeding as before, equation 48 is obtained. 


(c//- 1 .5X 2AT 01 ~ at 02 ~ at 03 ) 

C?AT > 2 V AT 0 2 1 +AT 02 + ATq 3 - AT 01 AT 02 - AT 01 AT 03 - AT 02 AT 03 


(48) 
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The remaining two terms are likewise found to be the following: 

Ai (c// • 1 5X2 ATq 2 - AT 01 - AT 03 ) 

°' AT32 y AT 0] +at 02 +at 03 - AT 0 ] ATo 2 - AT01AT03 - AT 02 ATo 3 


( 49 ) 


da 

<?AT 42 


(c// • 1 .5)(2 A7 q 3 - ATq! - AT 02 ) 

VaTqi + ^^02 + ATq 3 - AT 0 iAT 0 2 -AT 0 jAT 0 3 - AT 02 AT 03 


(50) 


Taking the root of the sum of squares of equations 48, 49, and 50 results in the lengthy 
term in the radical sign canceling (details left to the reader), and the resulting ELDOP 
expression is equation 5 1 : 


ELDOP: 


< 


/•15 


v sin EL S 



[degrees/ ns] 


(51) 


Note that the equation for ELDOP and, therefore, the amplification of errors goes to 
infinity at zero elevation. This is a concern because most detected events will be distant 
from the array and will be at low elevation angle. 

3.4 ELEVATION ANGLES AND ELDOP DERIVED FROM A VERTICAL 
BASELINE 


The SBLDAR system also has a vertical baseline consisting of two antennae mounted on 
a tower, near the Y array, with a vertical separation of about 20 meters. This section 
addresses the use of this vertical baseline to improve the elevation angle accuracy of the 
SBLDAR system. Almost by inspection from equation 1 6, it can be seen that when the 
baseline is vertical and, therefore, has no azimuth components, the measurement equation 
becomes the following: 


I 

(T b -T t ) = -sin EL (52) 

T b and T t represent TOA’s for the bottom antenna and top antenna respectively, and 
/ is the height of the baseline. Solving for EL, the following expression is obtained: 

EL = sin -1 ^(Tg-Tp)yj, where 0<EL<rt/2. (53) 
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An error analysis can immediately be performed to determine the propagation of timing 
errors into elevation angle errors. This is done by taking the Taylor series expansion of 
the sine of EL in terms of the delta T expression from the measured values to the actual 
value. 


(AT) ac , -(AT) mea$ = {(EL) meas -(EL) act }(T) cosEL (54) 


If the formula is made more concise, the following expression is obtained: 


dEL 

dAT 


( <A 


1 


/ ) cosEL 


(55) 


The error is a minimum when the elevation is zero and a maximum at the zenith. Note, 
however, that at higher elevation angles, the Taylor series in error would need to include 
some higher order terms. So this expression somewhat over estimates the error at high 
EL. ELDOP is defined by: 


ELDOP = — 


^cosEL s j 


V 180 V 

■ [degrees/ nsj (56) 

A n ) 


This suggests that there is significant benefit in providing for a vertical baseline when 
events are to be detected at low elevations. The expression also allows for the evaluation 
of needed vertical baseline height for a given error reduction. The cost of baseline height 
is very expensive in the case of an array of sensors such as the SBLDAR system. An 
evaluation of the benefits of a vertical array should include an analysis of the mask angle 
of the antenna design chosen and the effect of the terrain so that the lowest useful 
elevation angle for actually detecting events is considered. In figure 7 for example, for 
equal timing errors and a vertical baseline of 20 meters coupled to a Y array of 90 meters 
baseline, the two ELDOP curves cross at 20 degrees. Mask angles of 15 degrees are not 
uncommon, so the benefit of the vertical array may only be realized for events below 20 
and above 1 5 degrees. 


24 




Elevation{degrees) 


Figure 7. ELDOP for a Vertical Baseline of 20 Meters Versus 
the ELDOP for an SBLDAR 90-Meter Flat Array 


3.5 EFFECT OF CURVATURE (FINITE SOURCE RANGE) ON THE MEASURED 
DTOA’s 

The preceding analyses assumed explicitly that the wave front was flat, meaning that the 
source was at an infinite distance R. If the source is at a finite distance, the time of arrival 
at the remote detector will be somewhat later than the arrival time from a source in the 
same direction at infinity (i.e., the delta T will be increased). This can be conceptualized 
for this array, where there are a series of detectors laid out on a circle surrounding the 
reference detector. If a snapshot is made of the phase front that passes through the circle 
formed by the array at the moment the phase front is at the central detector, a disc tilted 
with respect to the detector array circle is obtained. If the source is at infinity, the disc is 
flat. For a symmetric array (i.e., the angles between the baselines are equal), this results in 
the sum of delta T's between the central and remote detectors equaling zero. If the source 
is not at infinity, the disc is curved up at the edges so each delta T is increased by the 
addition of a positive component and the sum of delta T's is a positive number. This can 
perhaps be best visualized when the source is straight up and the phase front is shaped 
like a bowl. 
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Figure 8. Source at Finite Distance Produces an Additional Delta T (5AT) Due to 
Curvature of the Wavefront (Pictured is the wavefront from S, straight over the control 
receiver, showing the wavefront at the moment of contact with receiver zero.) 


Figure 9 quantifies the error resulting from ignoring the wavefront curvature. The figure 
was produced by computing the angle v| / for points along an actual angle to the baseline as 
shown in the legend (15, 25, 35, 50, and 85 degrees). As expected, the error decreases as 
the range increases since equation 16 was derived assuming a source at infinity. It also 
shows that less error occurs at low angles. This chart can be used for choosing an 
appropriate baseline length or for determining, for given accuracy requirements, the need 
for correcting for wavefront curvature. 


26 



Figure 9. Error in Angle as a Function of Slant Range From a Single Baseline Using 
Equation 16 Without Accounting for Wavefront Curvature 

To derive equations for the effect of wavefront curvature, or finite source range, note 
figure 10 which shows, for a source directly over the baseline, a triangle with an inscribed 
segment of a circle of radius R. The base of the triangle is twice the baseline /. The 
quantity Ar is the additional distance for the wave front (the curved segment) to travel 
before it reaches the remote detector compared to a flat phase front (the triangle's base). 
The length of one of the triangle’s sides is given by R + Ar . Using the Pythagorean 
Theorem on the right triangle, equation 57 is obtained. 

(Ar+ R) 2 = / 2 + R 2 (57) 
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Figure 1 0. Solving for the Increased DTOA Due to the Curvature of the Wavefront With 
the Source Direction is at a Right Angle to the Baseline. 

Rearranging to solve for Ar, equation 58 is obtained. 



( 58 ) 


It was assumed that Ar « R. Note an approximation can be provided to any level of 
accuracy by expanding a small ratio term (nearly 1) in a power series. For this case, R is 
generally greater than 1 0 times the size of Ar, so the approximation is adequate. 
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Figure 1 1 . Solving for the Increased DTOA Due to the Curvature of the Wavefront With 
the Source Direction at a Lesser Angle to the Baseline (General Case) 
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This expression can be converted directly to additional DTOA when the source direction 
is at a right angle to the baseline as in figure 1 0. This DTOA is reduced as the baseline 
direction becomes closer to the source direction until no correction is required when the 
two are collinear. Therefore, an expression is needed for the perpendicular distance. 

Figure 1 1 shows the case for a source direction at a lesser angle to the baseline. It is first 
noted that, in the case of a plane wave, the baseline (time delay times c) and this 
perpendicular distance form a right triangle. The hypotenuse of the triangle is the baseline 
length /. Denoting the perpendicular distance as r', equation 59 is obtained: 

/ 2 = c 2 AT 2 + (f) 2 (59) 

By substituting into the above expression for Ar and replacing / with r', equation 60 is 
obtained. 


Ar = 


2R 


6 2 a.'T'I ^ 

c AT 
1 




V 


J 


(60) 


Since the Ar term can be denoted as 5AT as a correction to the plane wave AT, equation 
61 is obtained. 


SAT = 


l 2 


( 


2 c R 


c 2 AT 2 



(61) 


As can be verified by performing the summation analytically, for a plane wave, the sum 
of the three baseline AT's is equal to zero (with no noise). Since each of the 6AT's is 
positive, the sum of measured AT's should equal the sum of the 8AT's. Therefore, the 
three equations for the SAT's can be summed and solved for R explicitly: 


R 



IAT 0I 


1 


(62) 
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The complete equation for each baseline AT can be expressed by combining equation 61 
with equation 1 6 for the total delta T. 


/ / \ 

(Ta - T j) = — ( cosEL s cos (AZ S - AZq; ))+— — ll - cos^ EL 5 cos^ (aZ s - AZqj )] (63) 
c 2cR > / 



Figure 12. Delta T Predicted by Equation 63 “delta T curve” Compared to Equation 16 
“delta T flat” and Actual Computed Delta T “delta T meas” Using Points Along a 
Constant 25-Degree Baseline Angle as the Slant Range is Varied 

Note that finite range always increases the DTOA compared with that from an infinitely 
distant source. Also note, as shown in figure 12, that while equation 63 is much more 
accurate than equation 16, it overpredicts the DTOA at close range. 

It is possible to solve for range using equation 62 then solve for a correction to the derived 
AZ and EL. Another method would be to use the A Z, EL derived from equation 16 and 
the range from equation 62 as a first step in an iteration solution (nonlinear least squares) 
for R, AZ, and EL. 
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3.6 SBLDAR FIXED DELAYS (K FACTORS) 


The radiated impulse test consists of using an antenna at a surveyed location to radiate an 
impulse that is received by the SBLDAR antennae. The signals travel a known distance 
from the source location to each antenna then travel down the antenna cables, through 
filters, etc., until the data is digitized and recorded. 

Differences between the channel time delays create a bias error or unchanging shift in the 
delta T’s computed for each channel pair. If point “r” is designated as the known 
radiating location and “i” as the receiving antenna/channel, the time delay from the 
moment of radiation to the moment of data recording is given by equation 64: 

i Rfr 

T/ - T r = — — + K; (64) 

c 


* f 

Kj is the time delay between the antenna and time tagging for the i ,h channel and T/ is the 
raw received time. If Ki were zero, the time difference would only be due to propagation 
delays and the unprimed Tj could be used. The value R is the geometric distance between 
the radiating and receiving antennae. The symbol c is the speed of light. If data from two 
channels is cross correlated, equation 65 is obtained. 

AT y = (t 7 - T r )- (t J -T r y — - — + - Kj) (65) 


The unknowns in this equation are the K’s, because the geometric ranges can be computed 
from the survey data. The resulting equation for each pair of channels is: 


Ki-Kj=ATjj+- 


R 


ir 


R 


jr 


( 66 ) 


Each time delta T data is taken, it must be corrected by the delta K’s in order to realize a 
true DTOA. Note also that the errors in determining the survey locations of the radiating 
point and each antenna become part of the total error budget, as bias error, in all AZ, EL 
solutions. The correct (unprimed) delta T’s are given by equation 67: 


ATy = AT"- - (Kj - K, 


) 


(67) 


Accurate determination of the AK’s may be very difficult and may be the largest source 
of error in establishing the position of lightning events. 
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3.7 SBLDAR ERRORS DUE TO OFFSET BETWEEN SBLDAR ORIGIN AND 
LDAR ORIGIN 

The EL and A Z estimates are compared with LDAR data that has a different origin, the 
LDAR central-site antenna. The vector D is the vector pointing from the SBLDAR origin 
to the LDAR origin. AZ and EL are the angles measured from the SBLDAR system 
while AZ' and EL' are measured from the LDAR origin. The source of the lightning is at 
S. It is also assumed that there is no elevation difference between the LDAR and 
SBLDAR originals (Z = Z'). 

Conceptually, it can be seen that, if S is at infinity, the AZ and EL angles are equal 
between the two systems. The elevation difference AEL is a maximum if the source lies 
along the azimuth direction of D. The AEL in this case can be derived using the following 
diagram (see figure 1 3). 



Figure 13. Geometry for SBLDAR EL Correction to LDAR Coordinates 


By dropping a perpendicular from R to the LDAR origin called d, 

R' sin AEL = d (68) 


and 


D sin EL = d (69) 

d is eliminated, and by simplifying and using the relationship for small angles 

sin AEL = AEL (70) 
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equation 71 is obtained 


D 

AEL = — sin EL 
R 


( 71 ) 


For small AEL, R' and R are nearly equal, equation 72 is obtained for sources along the 
direction D . 


D 

EL' = EL + — sin EL (72) 

R 

Because at azimuths at right angles to D the elevation angles will be equal, it can be argued 
that the second term is modified by a cosine function in azimuth as measured from the 
direction of D. 


D 

EL' = EL + — sin EL cos(AZ + AZ D ) 
R 


or in terms of the X and Y components of D 


D 


EL' = EL + — (sin EL)(cos (AZ + tan' 
R 


f— 1) 

IxdJ > 


(73) 


(74) 


To solve for AAZ, note that AAZ will be zero for sources in the azimuth direction of 
Uand a maximum along azimuths perpendicular to D . Figure 14 is used to solve for 
AAZ (equation 75). 



Figure 14. Geometry for SBLDAR AZ Correction to LDAR Coordinates 

R sin AAZ = D (75) 
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and for small AAZ 


D 

aaz =- 


( 76 ) 


Because AAZ is a maximum when the source azimuth is perpendicular to D , the function 
is modified with a sine function: 


D , 
A Z’ = A Z + — cos (AZ + tan' 
R 


Yd' 

Xd. 


(77) 


The origin of coordinate systems for the LDAR and the SBLDAR differ, so adjustments 
must be made to compare or mix the results from the two systems. For sources at an 
infinite distance, the AZ and EL seen from each system will be the same; however, for 
finite source distances, these corrections must be applied. 

4. DATA ANALYSIS 

4.1 DATA INTEGRITY 

There are several useful approaches available to perform data and system integrity 
analysis. The most basic is to form additional channel-to-channel cross correlations and 
evaluate sums such as equation 78: 


(To - 7i )- (r 2 - 7-, )- (T 0 -T 2 ) = 0 (78) 

This expression is not a tautology because the time differences are formed using the 
process of cross correlation and peak fitting. This approach does not work with a system 
such as LDAR, which simply identifies the peak value in the data record of each channel. 

This formula was found to be very valuable during SBLDAR development because it 
characterized the total random timing errors in locating each lightning event. It is also 
useful in evaluating system repeatability when producing artificial RF pulses from a fixed 
location. 

Unfortunately, this equation is not helpful in determining bias errors because each 
channel’s fixed delays (K factors) also cancel. 

Another useful relationship, valid only for the symmetrical, flat Y array is shown in 
equation 79: 


(To - 7j )+ (7b - T 2 )+ (r 0 - T 3 )> 0 (79) 
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For sources at infinity, the equality holds. This can be seen by summing the equations in 
17. For sources at finite range, each baseline contributes a positive residual so that the 
number is positive. During SBLDAR development, this equation was used as a quick 
data validity check. Sums that were negative were discarded. Also, events with large 
positive sums were discarded. All of these resulted from equipment failures and low 
signal levels (distant events). 

This formula is also more useful than formula 78 because it does not entail additional 
cross correlations and because, for small residuals, it can produce a range estimate (see 
equation 62). 

4.2 DATA TRIGGERING 

Operation of the SBLDAR system depends on a system trigger (i.e., a command pulse 
directing the system to record and analyze data). Generally the hardware will be set up to 
record pretrigger data by using a continuous first-in-first-out (FIFO) data recording 
buffer. If the system is used in conjunction with LDAR to refine position estimates, the 
triggering scheme must ensure that the same pulse is analyzed on both systems. Using a 
pulse produced by a threshold trigger operated using the LDAR central site channel can 
ensure this because the SBLDAR is juxtapositioned with the LDAR (both places). 

A moving trigger on the LDAR central channel (which has been proposed for an LDAR 
upgrade) presents a further difficulty but is still solvable by having a longer FIFO buffer. 
A moving trigger is one where potential events are identified but may be discarded in 
preference for a new one should a higher peak appear in a given time slot. Another 
proposed triggering scheme would trigger from any of the seven LDAR channels. 

In the case of a simple real-time LDAR trigger, the SBLDAR FIFO need only be long 
enough to capture the data that occurs while the peak of the waveform traverses the 
SBLDAR array. In this system with 90-meter baselines, this would be the time required 
for light to traverse 180 meters plus signal on either side for about 650 nanoseconds. At a 
digitizing rate of 500 MHz (one data point per 2 nanoseconds), this is only 325 data 
points. A longer record may be desirable to ensure good correlation coherence (e.g., 512 
points). 

If any point in LDAR’s 8 1 .92 microsecond window could be chosen after the window 
closed, this recording requirement is increased to 40,960 data points per channel. 

However, if the windows are indefinite and the rate at which events are selected is high, 
then the FIFO size requirements can become extraordinary - not to mention the FIFO 
access time. An alternative could be to correlate data channels from each candidate peak 
rather than saving high data streams. 
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An entirely different approach to an integrated short- and long-baseline LDAR system is 
possible. Assuming the central antennas of each system are colocated and perhaps the 
same antenna, the SBLDAR system could just as well be used as the trigger. Thus, the 
SBLDAR system would identify events large enough to exceed a threshold, reliably 
estimate the direction (A Z, EL) of the source, and provide a rough estimate of range. 
Using the equations developed herein, an estimate of the location of the event record in 
the FIFO records from the long baselines could be quickly generated. This would 
facilitate either a rapid and efficient search of the long FIFO record or, even better, the 
more precise digitizing of the long baseline signals, only in the portion of the record of 
interest. This later approach would require long delay lines, so the SBLDAR processing 
is completed prior to the arrival of the earliest long-baseline pulse. This would 
potentially increase the time resolution on the long-baseline records and could eliminate 
completely incorrect event DTOA’s (which is a common problem with the existing 
LDAR system). 

The following discussion on data processing will not address the integration of short- and 
long-baseline LDAR because this issue is in a state of flux. 

4.3 SBLDAR DATA PROCESSING 

The flow of data processing should proceed generally as follows: 

a. Receive trigger pulse (including time marker). 

b. Continue to fill FIFO’s for each channel to the specified level. 

c. Read FIFO’s in pairs into fast fourier transform processors that compute 
the cross correlation function. (The peak of this function is the best 
estimate of the time delay.) 

d. Refine the time delay by performing a low order curve fit (i.e., third order) 
on an appropriately small number of points around the peak, then solve for 
the peak. (Alternatively, bond limited interpolation may be used for the 
curve fit.) 

e. Subtract the bias delay differences (delta K’s) from each delta T. 

f. Evaluate the set of baseline delta T’s for validity by performing a direct sum 
(which should be slightly positive). 

g. Solve for A Z and EL for valid events. 
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h. Estimate the range for close events and refine estimates for A Z and EL 
(optional). 

i. Clear trigger and reset FIFO for the next event. 

5. CONCLUSIONS AND RECOMMENDATIONS 

This report provides the results of analyses and algorithm development for an SBLDAR 
system. The analyses indicate that an equal arm Y-shaped array has very desirable 
properties because: 

a. A single-step, least-squared-error algorithm can be used to rapidly and 
reliably estimate the AZ and EL of distant events. 

b. The AZ error is independent of AZ. 

c. The EL error is degraded compared to AZ but may be acceptable down to 
low elevation angles (near the mask angles of antennas). 

d. The array can be easily augmented by a vertical baseline to capture EL data 
at low EL if necessary. 

e. An iterative approach to solve for R, AZ, AEL for close-in events is 
available if required (see appendix A). 

At the time of the development of this report, lightning data has been obtained by both 
the SBLDAR prototype system (described herein) and the LDAR system and acceptable 
agreement obtained. Full validation of the SBLDAR concept as an operational system 
has been completed. 

Future work is anticipated to include additional SBLDAR data analysis with emphasis on 
increasing event processing speed. Also, integration of the SBLDAR into an overall 
LDAR system must be addressed. Both of these requirements will require the 
development, fabrication, and testing of state-of-the-art data capture and analysis 
hardware and software due to the high digitizing rate and rapid throughput (6,000 events 
per second) requirements. Future upgrades of LDAR may result in 30,000 events per 
second. 

The work documented in this report is new. Carl Lennon developed the concept of using 
a short-baseline LDAR to correct the deficiencies of the existing LDAR system. Mike 
Brooks and Carl Lennon laid out the Y and vertical arrays. Stan Starr developed all the 
algorithms and formulas in this report and the concept of using the SBLDAR to trigger on 
events and find them on the long baselines. Mike Brooks and Bradley Bums developed 
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all the hardware and software in the prototype SBLDAR system. The exception to this 
is Geoff Rowe’s work on the approach to cross correlating and peak fitting data records 
to estimate the time delays. 
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APPENDIX A 


ITERATIVE SOLUTION FOR R, A Z, AND EL 


When the source is relatively close to the array, significant errors in AZ and EL can result 
from the sensitivity of AT to R. In some applications of the algorithms, it may also be 
desirable to estimate R along with AZ and EL. This section derives a procedure for 
estimating all three variables. 


Starting with equation 63, which approximates the measured delta T including the effects 
of curvature: 


/ ^2 , v 

(Tj - Tq) = — (cosEL s cos(AZ s - AZqj )) + — - - cos^ EL 5 cos^ (aZ s - AZQi)J(Al) 


for a baseline lying in the EL = 0 plane. 

It can be said, therefore, that AT is a function of A Z s , El s , R s 

AT oi =f(AZ s , EL S , R s ) (A2) 

If there is an approximate solution for these variables, the equation A1 can be used to 
compute an approximate AT 2 j designated as AT 2 j : 

AToi =f(AZ s ,EL s ,R s ) (A3) 


A procedure is needed for using the measured data (3 AT’s) and the approximate A Z s , 
EL S , R s to solve for the best AZ S , EL S , and R s compatible with the data. If a Taylor 
expansion of AZ is taken using as a starting point the approximate solution, the equation 
A-4 is obtained. 

AT 0i =^Oi+(AZ s -AZ s )^ + (EL s -EL s )^- + (R s -R s )^ (A4) 

where all derivatives are evaluated at the estimated coordinates and only the first order 
terms have been retained. Evaluating each partial derivative: 


A-l 



(A5) 


X 

dA Z s 

l 2 

+ ' 
cR s 


= — cos EL S sin (AZ y - AZq;) 
cos 2 EL s (cos (AZ s -AZoi)sin (AZ s -AZ 0 j) ) 


X 


= — -sin EL S (cos (AZ S - AZ 0 j )) 


<?EL S c 
l 2 


CRo 


cosEL s sin EL s (cos 2 (AZ S -AZq})^ 


(A6) 


df 

dR s 




2CR; 


■ (l - cos 2 EL S (cos 2 (AZ S 



If the equation is labeled as: 


af _ a f _ R a f 

K rj ®0i* ^pj Poi’ p) o tOi 

aAZ 0i OEL 0i a K 0i 


(A7) 


(A8) 


then the Taylor expansion equations for all three baselines can be written as a matrix 
equation: 


^AT 01 -aV 


AT 02 - ATq2 

- 

^ATq3 - AT 03 j 

V 


«0l 

a 02 

a 03 


Poi 
P 02 
Poi 


Y0\ ^ 
7 02 
703 j 


AZ S - AZ S ^ 
EL S - EL S 
^R s - Rs j 


(A9) 


For this equation to be solvable, the determinant of the derivatives matrix must exist (be 
nonzero). Although complicated, it can be shown that the solution exists. It should be 
noted, however, that as R increases, the size of the y terms rapidly decrease, which 
decreases the numerical stability of the scheme. 

The solution approach could be to: solve for A Z and EL using the algorithm given in 
section 2.4; then estimate the range using equation 62; compute the AT' s using equation 
63; next, compute the residuals matrix of the AT - AT terms; solve for each of the terms 
in the derivatives matrix; and invert the derivatives matrix and apply it to the residuals 
matrix. This will give the matrix of corrections to the estimated AZ, EL, and R 
coordinates. These corrections are applied to the original estimates to derive a new set. 
This process is repeated until the residuals matrix becomes very small or zero. 
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